Aims The primary aim of the TRIAGE-HF trial was to correlate cardiac implantable electronic device-generated heart failure risk status (HFRS) with signs, symptoms, and patient behaviours classically associated with worsening heart failure (HF). Methods and results TRIAGE-HF enrolled 100 subjects with systolic HF implanted with a Medtronic high-performance device and followed up at three Canadian HF centres. Study follow-up was up to 8 months. The HFRS assigned each subject's overall risk of HF hospitalization in the next 30 days and also highlighted abnormal device parameters contributing to a patient's risk status at the time of remote data transmission. Subjects with a high HFRS were contacted by telephone to assess symptoms, and compliance with prescribed therapies, nutrition, and exercise. Clinician-assessed risk and HFRS-calculated risk were correlated at both study baseline and exit. Twenty-four high HFRS occurrences were observed among 100 subjects. Device parameters associated with increased risk of HF hospitalization included OptiVol index (n = 20), followed by low patient activity (n = 18) and elevated night heart rate (n = 12). High HFRS was associated with symptoms of worsening HF in 63% of cases (n = 15) increasing to 83% of cases (n = 20) when non-compliance with pharmacological therapies and lifestyle was considered. Conclusions TRIAGE-HF is the first study to provide prospective data on the distribution of abnormal device parameters contributing to high HFRS. High HFRS has good predictive accuracy for patient-reported signs, symptoms, and behaviours associated with worsening HF status. As such, HFRS may be a useful tool for ambulatory HF monitoring to improve both patient-centred and health system level outcomes.
Introduction
Heart failure (HF) is associated with significant morbidity and mortality. 1 This complex clinical syndrome is punctuated by periods of decompensation, 2 which in turn drives health care utilization (HCU) 3 and negatively impacts quality of life (QoL). 4 As such, in recent years, there has been growing interest in identifying novel strategies for early detection of disease progression to mitigate an individual patient's risk of hospitalization. Remote monitoring of HF patients utilizing existing implantable cardiac devices is one approach that has been evaluated in this context. However, the results from clinical trials and meta-analyses have been variable. [5] [6] [7] [8] [9] [10] The seemingly disparate findings across a number of studies are likely influenced by key factors including the number and types of sensors used, the methodology of assessing risk as a point estimate in time rather than as a dynamic variable, the complex topography of HF decompensation, and the disconnect between acquisition of diagnostic data and implementation of appropriate therapeutic actions. 11 It is also important to highlight that evaluation of available HF remote monitoring technologies has almost exclusively focused on population health and health system outcomes with very little emphasis on valuing the patient experience of disease. As such, a more fulsome understanding of the correlation between clinical status and behaviours of HF self-efficacy with device diagnostic data is needed. 8 Heart failure risk status (HFRS) is a validated dynamic HF risk prediction tool available on Medtronic cardiac resynchronization therapy device with defibrillation capability (CRT-D) and implantable cardioverter defibrillator (ICD) devices, which integrates diagnostic data to generate a patient-specific assessment of low, medium, or high risk for HF hospitalization (HFH) in the next 30 days. 8, 12 The primary objective of the TRIAGE-HF trial was to correlate high HFRS with signs, symptoms, and patient behaviours associated with worsening HF.
Methods
One hundred subjects implanted with either a CRT-D or ICD device were enrolled at three centres in Canada. The study was reviewed and approved by the ethics committee at each of the participating centres (NCT 01798797). All study subjects were required to have a device capable of wireless telemetry to allow for communication with CareLink (Medtronic Plc., MN, USA) in the absence of patient involvement. Subjects were followed up for a total study duration of 8 months. Subjects who underwent a system modification at any time during the study period were exited from the study.
The HFRS feature integrates all device diagnostic data to generate a low, medium, or high HFRS during each data transmission episode. Specific details and validation of the HFRS algorithm have been published previously. 8, 12, 13 In brief, device diagnostic parameters including impedance/OptiVol (Medtronic Plc., MN, USA), patient activity, night heart rate (NHR), heart rate variability (HRV), percent CRT pacing, atrial tachycardia/atrial fibrillation (AT/AF) burden, ventricular rate during AT/AF (VRAF), and detected arrhythmia episodes/ therapy delivered are integrated using a Bayesian belief network (BBN) approach to compute a numeric score ranging from 0 to 1. Each parameter is categorized into normal and abnormal ranges by drawing one or more cut-offs before they are input into the BBN model.
Briefly, the measurement scheme and cut-offs for various parameters were as follows. The parameters are segmented such that a lower level (i.e. Level 1) signifies normal values and higher levels signify increasingly abnormal values. Impedance (Z) is measured intrathoracically across the right ventricular (RV) coil and device by injecting a small current pulse (I) and measuring the developed voltage (V; Z = I/V). The OptiVol index is computed as accumulation of the difference between the daily and reference thoracic impedance and is segmented into four levels (Level 1: <30 Ω·days; Level 2: 30 to <60 Ω·days; Level 3: 60-100 Ω·days; Level 4: >100 Ω·days). All other parameters described latter are segmented into two levels. Activity is measured by a single-axis accelerometer in the device and is reported as active minutes per day (Level 1: >60 min/day; Level 2: ≤60 min/day or decreasing trend). Heart-rate-related parameters such as NHR, HRV, AF burden, and VRAF are derived from atrial and ventricular electrograms acquired by the device at a resolution of 10 ms. NHR is the average heart rate between midnight and 4 a.m. and is a measure of resting heart rate (Level 1: 55-85 b.p.m.; Level 2: ≥85 b.p.m. or ≤55 b.p.m. or increasing trend). HRV is measured as the standard deviation of sinus rhythm intervals during a 24 h period (Level 1: >60 ms; Level 2: ≤ 60 ms or decreasing trend). AF burden is measured as total duration of fast atrial rate during a 24 h period associated with atrio-ventricular conduction ratio ≥ 2:1 (Level 1: <60 min/day; Level 2: ≥60 min/day). VRAF is the average ventricular rate during AF over 24 h duration and considered abnormal (Level 2) when ventricular rate ≥ 90 b.p.m. and AF burden ≥6 h/day. A risk score < 0.054 is categorized as low HFRS, 0.054-0.20 as medium HFRS, and ≥0.20 as high HFRS. A low HFRS is associated with an HFH rate of 0.6% in the next 30 days, a medium HFRS is associated with an HFH rate of 1.3%, and a high HFRS is associated with an HFH rate of 6.8%. Thus, a high HFRS is associated with a 10-fold increase in an individual patient's risk of HFH in the next 30 days, whereas a medium HFRS score, compared with a low HFRS score, confers a doubling of that individual's risk of HFH in the next 30 days. Figure 1 shows a representative HFRS-generated HF management report. The first component of the report ( Figure 1A) shows the monthly risk status, which prognosticates an individual patient's risk of an HF event in the next 30 days. The second element of the report ( Figure 1B) shows detailed trends for individual components of the HFRS score. The topmost trend shows the daily risk status, which, in turn, is used to derive the monthly risk status shown in Figure 1A based on data from the 30 days prior to transmission. HFRS dynamically varies over time as device parameters change. Thus, a given patient can have low, medium, or high HFRS at different time points depending on the device parameters.
After informed consent was obtained, enrolling physicians were required to assign each subject with a below-average, average, or above-average probability of experiencing an HF event in the next 90 days on the basis of their clinical judgement at the time of study enrolment and again at study completion. Clinical judgement included factors such as patient history, symptom status, physical exam findings, and available laboratory investigations at the time of evaluation. Other measures of HF severity performed at baseline and study completion included QoL assessment using the 810 S.A. Virani et al. Figure 1 Example of a heart failure management report showing heart failure risk status-reported risk status. The first component of the report shows future 30 day risk for a patient at medium risk (A) including device parameters contributing to that risk. The second component of the report (B) shows trends in various device parameters. Daily risk status, which is dynamic and used to derive future 30 day risk status, is shown at the top of (B). AT/AF, atrial tachycardia/atrial fibrillation.
Integrated device diagnostics for heart failure management 811 Minnesota Living with Heart Failure (MLWHF) instrument, natriuretic peptide levels, 6 min hall walk (6MHW), and determination of New York Heart Association (NYHA) functional class.
To enable a real-world assessment of the HFRS feature's performance and to ensure seamless integration into clinic workflow, the TRIAGE-HF protocol did not recommend a minimum transmission frequency. However, whenever a CareLink transmission with high-risk status was received, the study protocol mandated a phone call to the subject within the following 24 business hours. Transmissions with low-risk status required no patient contact. For mediumrisk status transmissions, the decision to contact, or not to contact, the subject was left to the discretion of the health care provider team. All subjects were contacted every 2 months to assess for any scheduled or unscheduled HCU, which was defined as any hospitalization, urgent care or emergency room visit, visit to health care provider for HF treatment, and unscheduled office visit or phone call initiated by the subject complaining of signs/symptoms of worsening HF.
The primary objective of the TRIAGE-HF study was to correlate high HFRS with signs, symptoms, and behaviours associated with worsening HF. During each phone call, subjects were evaluated for signs and symptoms of worsening HF including weight gain, dyspnoea, peripheral oedema, abdominal bloating, nocturnal cough, fatigue, palpitations, and dizziness/light-headedness. Similarly, subjects were evaluated for non-compliance related to prescribed medications, nutrition (e.g. adherence to low salt consumption), and exercise.
Additional objectives of the TRIAGE-HF study were (i) to evaluate signs, symptoms, and behaviours associated with worsening HF in those for whom high HFRS was driven primarily by OptiVol and in those with a medium-risk status transmission who were contacted by telephone; (ii) to determine the correlation between physician-assessed 90 day risk of HFH and HFRS-calculated risk burden at the time of study enrolment-HFRS risk burden was calculated as sum of HFRS numeric scores for 30 days prior to enrolment; and (iii) to measure change in MLWHF score over duration of the study as an indicator of the potential efficacy of HFRS-guided management on QoL.
Although the TRIAGE-HF study protocol did not require that any therapeutic actions be taken in those with medium or high HFRS at the time of telephone contact, any actions that did occur were recorded and tabulated as a tertiary study outcome.
All continuous variables were analysed as mean ± SD and all categorical variables as percentages. The HCU rates were analysed as events per month with the 95% confidence interval estimated using the normal approximation to the Poisson distribution. A Kruskal-Wallis test was used to compare HFRS risk burden. A paired t-test was used to evaluate the change in MLWHF score. Statistical analyses were performed using SAS, version 9.4 (SAS Institute, Cary, North Carolina). Table 1 summarizes clinical and demographic data for all 100 subjects included in the TRIAGE-HF study. Sixty-nine (69%) subjects had a CRT-D device, and the remaining 31% of subjects had either a single-chamber (VR) or dual-chamber (DR) ICD device. Consistent with guidelines for device implantation, a majority (82%) of patients had NYHA Class II-III functional status. The mean ejection fraction was 31%. Subjects were well managed with HF guideline-recommended pharmacological therapies.
Results

Patient demographics
Eighty-seven (87%) subjects completed the entire 8 month study period. Five (5%) subjects exited because of system modification, three (3%) died, and the remaining five (5%) subjects withdrew for various other reasons or were lost to follow-up. Correlation of HF risk status to signs, symptoms, and behaviours associated with worsening heart failure A total of 648 CareLink transmissions were received from 100 patients over the study duration (mean ± SD of 6.5 ± 4.9 per patient). There were a total of 24 high-risk transmissions in 16 unique subjects, which resulted in subject phone contact during the study duration (because HFRS is dynamically varying, a given subject can have more than one high HFRS). Table 2 summarizes the association between HFRS and signs/symptoms of worsening HF as well as non-compliance for all high-risk transmissions. In 83% of subject contacts (n = 20 in 13 unique subjects), signs, symptoms, or behaviours associated with worsening HF were uncovered. If non-compliance were to be excluded, worsening signs/symptoms of HF were reported in 15 (63%) of the telephone interviews. In a large subset of high HFRS transmissions (20/24), OptiVol exceeded the threshold of 60 Ω·days and hence was a contributing factor. The percentage of phone interviews found to have worsening signs/symptoms or noncompliance in this subset was 85% ( Table 2) . Thirty-one medium-risk transmissions resulted in subject contact at the health care providers' discretion. This was a small subset (8.4%) of the total (n = 368) medium-risk transmissions that occurred over the study's duration. Among these 31 medium-risk transmissions, 29 phone contacts uncovered at least one sign, symptom, or behaviour associated with worsening HF. With the exclusion of non-compliance, 25 of the phone interviews revealed at least one sign/symptom of worsening HF.
Types of symptoms and non-compliance behaviours revealed during patient contact Table 3 summarizes the specific signs and symptom of worsening HF and types of non-compliance described by subjects who experienced a medium-risk or high-risk transmission. For those transmissions in the high HFRS category, regardless of whether OptiVol was present as a contributing factor, dyspnoea was the most commonly reported symptom occurring in~50% of the cases. Other prevalent symptoms included worsening fatigue and peripheral oedema. Among the medium-risk transmissions, worsening fatigue was the most common reported symptom followed by dyspnoea, dizziness/light-headedness, and abdominal oedema.
In general, participants were compliant with medications, and only one subject with a medium-risk transmission was non-compliant with prescribed pharmacological therapies. By contrast, non-compliance with exercise was quite common ranging from~50% for high HFRS transmissions to 65% for medium-risk transmissions. Dietary noncompliance ranged from 13% to 15% for the high HFRS transmissions and was 32% among the medium HFRS transmissions.
Device-specific diagnostic parameters contributing to heart failure risk status Table 4 summarizes device parameters that drove risk assignment among the medium and high HFRS transmissions. HF, heart failure. HF, heart failure.
Integrated device diagnostics for heart failure management
OptiVol was the most common contributing factor in medium-risk and high-risk categories followed by declining activity, elevated NHR, and abnormal HRV as common contributing factors in the high-risk category. In the mediumrisk category, elevated NHR, declining activity, and presence of AF were the most common contributing factors after OptiVol. Regardless of which device diagnostic parameter was contributing to the assignment of risk status, the overall frequency of each parameter, with the exception of shocks, was less in medium-risk transmissions compared with those with high-risk transmissions (e.g. although HRV was present in~30% of high-risk status cases, it was present in only 6% of medium-risk status cases).
Correlation between physician-assessed risk and heart failure risk status-derived risk burden
At both study entry and exit, HFRS-estimated risk burden correlated well with health care providers' clinical assessment of the individual subject's risk of HFH in the next 90 days (Figure 2 , P-value < 0.05 for baseline and exit visit).
Actions taken in response to heart failure risk status-prompted patient contact
For the high-risk transmissions, actions emerged in 13 (54%) of cases whereas actions were taken in 24 (6.5% of AF, atrial fibrillation; HRV, heart rate variability; NHR, night heart rate; %VP, percent ventricular pacing.
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all and 77% of contacted) medium-risk cases. Medication changes occurred in four (17%) of the high-risk transmissions and 12 (3.3% of all and 39% of contacted) mediumrisk transmissions. Request for an additional subjectinitiated manual transmission occurred in 11 (46%) highs and 13 (3.5% of all and 42% contacted) mediums. No patients with high-risk transmissions and two patients with medium-risk transmissions were directed to the emergency department/hospital. Three patients were instructed to visit their primary care physician for non-HF-related reasons.
Health care utilization
A total of 96 HCU events in 45 subjects occurred during the study period. Among these, 26 HCU events were adjudicated by the investigator to be HF related. A total of 28 all-cause hospitalizations occurred during the study duration, and 13 of these were adjudicated to be HF-related hospitalizations.
Quality of life and other measures of heart failure severity
Eighty-eight subjects completed the MLWHF questionnaire at both baseline and study exit. For these individuals, the baseline score was 32.8 ± 21.0 and improved to 30.0 ± 21.6, a mean improvement of À2.8 ± 20.1. However, this improvement did not reach statistical significance (P = 0.19). Sixty subjects completed 6MHW at both baseline and study exit. For these subjects, the baseline 6MHW was 323 ± 115 and declined to 295 ± 116 at study exit (P = 0.01). BNP/N-terminal pro-BNP and NYHA at exit were not different from the baseline values shown in Table 1 .
Discussion
TRIAGE-HF was designed to be a real-life pragmatic evaluation of a novel HF tool with the a priori intention to compare HFRS with patient-centric parameters of HF decompensation. Signs/symptoms of HF and non-compliance with prescribed therapies were identified in 83-85% of patients with high HFRS. This suggests that high HFRS strongly correlates with signs, symptoms, and patient behaviours associated with worsening HF. Among patients with medium HFRS, this number was 8%, although it rose to 94% when only patients who were contacted were considered.
All-cause and HF-related hospitalization rates in TRIAGE-HF were 0.42% and 0.20% per patient-year, respectively. These are consistent with event rates observed in previous device studies and the expected event rate based on our trial design.
5,14 HFRS alerts were not linked to protocol-mandated actions, as the trial was designed to explore the association between this novel integrated diagnostic tool with symptoms, signs, and behaviours which characterize HF decompensation. Any protocol-mandated therapeutic maneuver would have impacted our ability to evaluate this association. Although optimizing treatment was not the goal of TRIAGE-HF and despite excellent baseline medical therapy in the study cohort, high and contacted medium HFRS triggered actions in 54% and 77% of patients, respectively. Moreover, clinicians were able to target their intervention on the basis of the HFRS component that was primarily driving risk assessment (e.g. intrathoracic impedance, heart rate, and arrhythmia), and patients at medium risk appeared to receive even more intensive intervention to minimize risk of progressing to high-risk status.
Existing HF diagnostic algorithms have not been designed or utilized to corroborate disease decompensation at the individual patient level but rather have leveraged our understanding of HF pathophysiology to identify opportunities for early intervention. TRIAGE-HF, therefore, is the first trial to look at the correlation between device diagnostics and the patient experience of disease, which is a fundamental pillar of quality health care. Moreover, longitudinal measurement, with dynamic baseline adjustment using individual patients as their own control, more accurately captures the patient journey. Quality of life showed a trend towards improvement in TRIAGE-HF, a finding consistent across other trials of remote monitoring. [15] [16] [17] Cowie and colleagues, 8 in their validation study of HFRS, hypothesized that this integrated diagnostic tool could be used to guide HF practitioners on when to collect additional clinical information that in turn could guide care. TRIAGE-HF has now demonstrated a strong correlation between HFRS and clinical status in a prospective setting, confirming the value of this approach. Moreover, HFRS is consistent with the health care provider's assessment of an individual patient's risk of HFH further capitalizing on the utility of this tool. As such, HFRS can enhance clinical capacity and streamline workflow through timely triage and appropriate risk stratification of those patients who would benefit from early and more intensive HF care.
Limitations
TRIAGE-HF only enrolled subjects with a Medtronic CRT-D/ ICD device, and therefore extrapolation of the study findings to a broader HF population cannot be made; specifically, the utility of HFRS in less well medically treated subjects, in those with preserved or mid-range ejection fraction, and in those with devices for bradycardia support remains unclear.
As OptiVol is derived from impedance measured across a pathway between RV coil to can (i.e. device-can implanted in the left pectoral region), any fluid accumulation that does not fall in this path will not be detected by OptiVol (e.g.
Integrated device diagnostics for heart failure management abdominal fluid accumulation as can occur during right HF 18 ). Thus, HFRS may not be sensitive to all types of HF worsening equally. However, it has been proposed that mechanism for some HF decompensations may be fluid re-distribution from abdominal and splanchnic spaces into vascular space giving rise to increase pre-load. 19 OptiVol, and thus HFRS, should be equally sensitive to such fluid re-distribution-initiated episodes of worsening HF.
Per protocol, assessment of symptom status and compliance with prescribed therapies/behaviours was only mandated in those subjects with high HFRS, whereas the decision to contact subjects with medium HFRS was left to the investigator and subjects at low HFRS were not contacted at all. As a result, we do not know the symptom status and level of compliance with self-efficacy behaviours in the latter groups. Moreover, as the study was intended to be pragmatic with no minimum transmission frequency, it is possible that HFRS and subject clinical status may have fluctuated significantly between transmissions, and this was not captured as part of the study.
TRIAGE-HF was an observational study with no requirement for a prescribed action in response to an individual subject's reported HFRS. As such, HFRS must not be considered an HF intervention but rather a disease management tool that correlates with an individual's symptoms and behaviours, thus allowing the clinician to individualize their therapeutic approach.
Conclusions
TRIAGE-HF is the first-ever study to provide prospective data on the distribution of abnormal device parameters contributing to high HFRS for this novel HF management tool. In the TRIAGE-HF study, a high HFRS had good predictive accuracy for signs, symptoms, and behaviours associated with HF decompensation. HFRS risk burden correlated well with clinician assessment of a subject's overall risk of HFH. This suggests that HFRS may be a reliable, efficient, and patientcentred alternative to in-person clinical assessment providing convenience to both patients and care providers.
